A physiological basis for definition of the ISCEV ERG standard flash (SF) based on the photopic hill.
The ISCEV Standard for Clinical Electrophysiology indicates that the ERG standard flash should be defined within a very narrow range of intensities. Yet no information is provided as to how this intensity range was identified. We present evidence that would support a redefinition of the SF based on known photopic ERG properties.